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Severn Trent Laboratories - Chicago
GC/MS BNA Case Narrative

RMT-Riverdale Chemical
STS#201017
BNA DATA: TCLP

1. The TCLP extraction, organic extraction, and all analyses were performed within
recommended hold times.

2. The Method Blank and the TCLP Blank had all analytes below the reporting limits.

3. The LCS (Method Blank Spike) samples were LCS/LCD (prep 5927). A full list BNA spike
solution was used (100 u.g/mL), and 1.0 mL was spiked in the LCS samples. In-house
statistical recovery limits were used and the compounds specified in the method were used
for QC evaluation. All of the spike recoveries and RPD values for the specified compounds
were within QC limits.

4. No Matrix Spike sample was extracted in this analytical batch.

5. All of the samples in this analytical batch had surrogates within in-house generated QC
limits.

6. All analyses were performed following USEPA SW846 method 8270C protocol. All of the
internal standard and surrogate peaks have been labeled by name. All of the samples had
internal standard areas and retention times within acceptance limits as compared to the
corresponding continuing calibration standard.

7. The sample and the TCLP Blank were extracted using 100 mL of the TCLP leachate. The
Method Blank and the LCS samples were extracted using 1000 mL of deionized water. All
of the samples were analyzed without dilution. The results and reporting limits were adjusted
to account for the extraction volume.

Gary Rynkar Date
GC/MS BNA Unit Leader



STL Chicago
Herbicide Case Narrative

RMT
Riverdale Chemical
Job#: 201017-1
TCLP Herbicides

1. STL Chicago uses the following Gas Chromatographic system for the analysis of
herbicides:

ID# INSTRUMENT COLUMN TYPE DETECTOR
32 Varian3400 Rtx-35 Electron Capture
31 Varian3400 Rtx-5 Electron Capture

2. This TCLP sample was extracted for TCLP Herbicides (2,4-D and 2,4,5-TP) based on
SW846 method 8150B. The extracts were analyzed based on SW846 method 8151.

3. All required holding times were met for the extraction and analysis.

4. The method blanks were below the reporting limits for all target compounds.

5. Statistical control limits established for water samples have been applied TCLP matrix and
are used as advisory limits.

6. The surrogate used for this analysis was DCAA. All surrogate recoveries were within
statistical control limits.

7. The recovery for 2,4-D associated with the blank spike was biased low and below advisory
limits with 42% recovery. The recovery for 2,45-TP was in control with 54% recovery.

8. A matrix spike was not performed on this sample.

9. All initial and continuing standard calibrations associated with this sample were in control
for all target compounds on both columns.

10. All positive hits were confirmed using a second column.

Linda S. Mackley Q Date
Organics Section Manager



Job Number.:
Customer :
Attn.......:

201017
BMT
Rae Mindock

S A M P L E I N F O R M A T I O N
Date: 11/20/2000

Customer Project ID...
Project Description...

.: 20000334

.: RIVERDALE CHEMICAL

.: Riverdale Chemical

Laboratory
Sample ID

201017-1

Customer
Sample ID

DSL20

Sample
Matrix

Soil

Date
Sampled

11/10/2000

Time
Sampled

10:40

Date
Received

11/10/2000

Time
Received

11:40
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L A B O R A T O R Y T E S T R E S U L T S
Job Nunber: 201017 Date: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Hindock

Customer Sample ID: DSL20 Laboratory Sample ID: 201017-1
Date Sampled. .....: 11/10/2000 Date Received. ......: 11/10/2000
Time Sampled. .....: 10:40 Time Received. ......: 11:40
Sample Matrix.....: Soil

TEST METHOD

3010A

1311

1311

8151A

8081A

7470A

7470

601 OB

81 SOB

8270C

PARAMETER/TEST DESCRIPTION

Acid Dig. Leachates (ICAP)
Acid Digestion (ICP), TCLP

TCLP Extraction
TCLP Extraction, TCLP

TCLP Zero Headspace Extraction
TCLP Zero Head Space (ZHE) Extraction, TCLP

Herbicides
2,4-D, TCLP
2,4,5-TP (Silvex), TCLP

Organochlorine Pesticide Analysis
gamma-BHC (Lindane), TCLP
Heptachlor, TCLP
Heptachlor epoxide, TCLP
Endrin, TCLP
Methoxychlor, TCLP
Toxaphene, TCLP
Chlordane, TCLP

Leachable, Mercury (CVAA)
Mercury (Hg), TCLP

SU846 Dig. Leachates (Hg)
Digestion, Mercury, TCLP

Leachable, Metals Analysis (ICAP)
Arsenic (As), TCLP
Barium (Ba), TCLP
Cadmium (Cd), TCLP
Chromium (Cr), TCLP
Lead (Pb), TCLP
Selenium (Se), TCLP
Silver (Ag), TCLP

Extraction 8150B(Herbicides TCLP)
Separatory Funnel Liq/Liq Extraction, TCLP

Semivolatile Organ ics
Pyridine, TCLP
1,4-Dichlorobenzene, TCLP
2-Methylphenol (o-cresol), TCLP
Hexachloroethane, TCLP
4-Methylphenol (m/p-cresol), TCLP
Nitrobenzene, TCLP
Hexachlorobutadiene, TCLP
2,4,6-Trichlorophenol, TCLP

SAMPLE RESULT

Complete

Complete

Complete

650
ND

ND
ND
ND
ND
ND
ND
ND

<0.0020

Complete

<0.100
<1.00
<0.050
<0.050
<0.050
<0.100
<0.050

Complete

ND
ND
ND
ND
ND
NO
ND
ND

REPORTING LIMIT

100
10

2.5
2.5
2.5
5.0
25
50
10

0.0020

0.100
1.00
0.050
0.050
0.050
0.100
0.050

200
100
100
100
100
100
100
100

UNITS

Text

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

mg/L

Text

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

DATE

11/15/00

11/10/00

11/13/00

11/14/00
11/14/00

11/13/00
11/13/00
11/13/00
11/13/00
11/13/00
11/13/00
11/13/00

11/14/00

11/14/00

11/15/00
11/15/00
11/15/00
11/15/00
11/15/00
11/15/00
11/15/00

11/12/00

11/13/01
11/13/01
11/13/01
11/13/01
11/13/01
11/13/01
11/13/01
11/13/01

TECH

Imb

PJm

pjm

Ism
Ism

Ism
Ism
Ism
Ism
Ism
Ism
Ism

gok

gok

pfk
pfk
pfk
pfk
pfk
pfk
pfk

dak

glr
glr
3lr
glr
glr
glr
glr
9lr

* In Description = Dry Ugt.
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L A B O R A T O R Y T E S T R E S U L T S
Job Number: 201017 Date: 11/20/2000

CUSTOMER: RHT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Mindock

Customer Sample ID: OSL20 Laboratory Sample ID: 201017-1
Date Sampled......: 11/10/2000 Date Received.. .....: 11/10/2000
Time Sampled. .....: 10:40 Time Received. ......: 11:40
Sample Matrix.. ...: Soil

TEST METHOD

8260B

PARAMETER/TEST DESCRIPTION

2.4,5-Trichlorophenol, TCLP
2,4-Dinitrotoluene, TCLP
Hexachlorobenzene, TCLP
Pentachlorophenol, TCLP

Volatile Organ ics (5mL Purge)
Vinyl chloride, TCLP
1,1-Dichloroethene. TCLP
2-Butanone (MEK), TCLP
Chloroform, TCLP
Carbon tetrachloride, TCLP
Benzene, TCLP
1,2-Dichloroethane, TCLP
Trichloroethene, TCLP
Tetrachloroethene, TCLP
Chlorobenzene, TCLP

SAMPLE RESULT

ND
ND
ND
ND

ND
ND
ND
ND
ND
ND
ND
ND
ND
ND

REPORTING LIMIT

500
100
100
500

100
100
100
100
100
100
100
100
100
100

UNITS

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

DATE

11/13/01
11/13/01
11/13/01
11/13/01

11/16/00
11/16/00
11/16/00
11/16/00
11/16/00
11/16/00
11/16/00
11/16/00
11/16/00
11/16/00

TECH

glr
glr
glr
glr

dpk
dpk
dpk
dpk
dpk
dpk
dpk
dpk
dpk
dpk

* In Description - Dry Wgt.
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Q U A L I T Y C O N T R O L R E S U L T S
Job Number.: 201017 Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Mindock

QC Type

Test Method
Method Desc

MB

Description Reag. Code Lab ID Dilution Factor Date Time

.......: 8151A Units- - - . - - - - - - - - - : ua/L Analvst---: Ism
•iption.: Herbicides Bat<

Method Blank

:h.............: 5968

5892 10.000 11/14/2000 0730

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

2.4-D 0
2,4,5-TP (Silvex) 0

LCS Laboratory Control Sample OOOGPLHIERA 5892 10.000 11/14/2000 0802

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

2,4-D 0.2098
2,4,5-TP (Silvex) 0.0561

EB1 Extraction Blank 1

0.502000 42 48-131 *
0.103000 54 53-133

5892 10.000 11/14/2000 0834

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

2,4-D 0
2,4,5-TP (Silvex) 0

MS Matrix Spike OOOGPLHIERA 200983-1 10.000 11/14/2000 1136

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
2,4-D 0.2017
2,4,5-TP (Silvex) 0.0543

Test Method
Method Desc

5.020000 0 40 48-131 *
1.030000 0 53 53-133

.......: 8081A Units-- ..........; un/l Anal vet- • 1 em
-iption.: Organochlorine Pesticide Analysis BatEh.............: 5943

MB Method Blank 5929 11/13/2000 1421

Parameter/Test Description QC Result Q OC Result True Value Orig. Value Calc. Result * Limits F
gamma- BHC (Lindane) 0
leptachlor 0
•leptachlor epoxide 0
Endrin 0
Methoxychlor 0
Toxaphene 0
Chlordane 0

Page 4 * X=X REC, R=RPD, A=ABS Diff., D=% Dif f .



Q U A L I T Y C O N T R O L R E S U L T S
Job Number.: 201017 Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Mindock

QC Type Description Reag. Code Lab ID Dilution Factor Date Time

LCS Laboratory Control Sample OOOKWLP1fFA 5929 11/13/2000 1454

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

gamma-BHC (Lindane) 0.010
Heptachlor 0.009
Heptachlor epoxide 0.010
Endrin 0.010
Hethoxychlor 0.109
Chlordane 0.009

LCS Laboratory Control Sample OOOHULP1

0.010000 100
0.010000 90
0.010000 100
0.010000 100
0.100000 109
0.010020 90

FTA 5929

56-125
50-129
59-126
30-154
38-149
68-118

11/13/2000 1527

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits f
Toxaphene

EB1

1.055

Extraction Blank 1

1.002000 105

5929

65-138

11/13/2000 1601

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

gamma-BHC (Lindane) 0
teptachlor 0
Heptachlor epoxide 0
Endrin 0
Methoxychlor 0
Toxaphene 0
Chlordane 0

MS Matrix Spike OOOKWLP TFA 200983-1 11/13/2000 1741

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

gamma-BHC (Lindane) 0.011
leptachlor 0.009
Heptachlor epoxide 0.010
Endrin 0.010
Methoxychlor 0.113
Toxaphene 0
Chlordane 0.009

Test Method
Method Desc

ICV

0.010000 0 110
0.010000 0 90
0.010000 0 100
0.010000 0 100
0.100000 0 113
0.000000 0 0
0.010020 0 90

.......: 6010B Units... ..........; ma/L Analv
-iption.: Leachable, Metals Analysis (ICAP) Bat

Initial Calibration Verification HOOF ICV

ch.............: 6149

302

56-125
50-129
59-126
30-154
38-149
65-138
68-118

5t...: pfk

11/15/2000 1738

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits f
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)

3.99684
7.99159
2.00125
3.95503
3.96781

A. 00 100
8.000 100
2.00 100
4.00 99
4.00 99

90-110
90-110
90-110
90-110
90-110

Page 5 %=% REC, R=RPD. A=ABS Diff. , D=X Di f f .



Job Number.: 201017

CUSTOMER: RMT

QC Type Description

Q U A L I T Y C O N T R O L R E S U L

PROJECT: RIVERDALE CHEMICAL

Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

ICV Initial Calibration Verification HOOFICVC)02 11/15/2000 1738

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Selenium (Se)
Silver (Ag)

ICB

4.01535
0.79205

Initial Calibration Blank

4.00
0.800

100
99

90-110
90-110

11/15/2000 1742

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Sarium (Ba)
:admium (Cd)
Ihromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CRI

-0.00485
0.00370
0.00000
0.00016
0.00373
0.01128
-0.00069

Contract Required Detection Limits MOOHCRK)04 11/15/2000 1745

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
\rsenic (As)
Jar i urn (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

1SB

0.19419
0.40282
0.00924
0.02168
0.08757
0.20928
0.01759

Interference Check Sample B MOOHISBI

0.20
0.40
0.01
0.02
0.10
0.20
0.02

)03

97
101
92
108
88
105
88

50-150
50-150
50-150
50-150
50-150
50-150
50-150

11/15/2000 1752

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Ursenic (As)
larium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CCV

5.00433
0.49799
0.96681
0.47340
4.68170
4.85943
0.19214

Continuing Calibration Verification MOOKCCVl

5.000
0.50
1.00
0.50
5.000
5
0.20

)03

100
100
97
95
94
97
96

80-120
80-120
80-120
80-120
80-120
80-120
80-120

11/15/2000 1755

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
3arium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

5.04572
10.15716
2.51521
4.98522
4.98423
5.04075
0.99667

5.00
10.00
2.50
5.00
5.00
5.00
1.00

101
102
101
100
100
101
100

90-110
90-110
90-110
90-110
90-110
90-110
90-110

Page 6 %=% REC, R=RPD. A=ABS Diff., D=X Diff.



Q U A L I T Y C O N T
Job Number.: 201017

R O L R E S U L T S
Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Mindock

QC Type

CCB

Description Reag

Continuing Calibration Blank

Code Lab ID Dilutiori Factor Date Time

11/15/2000 1759

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
iarium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CCV

-0.01872
0.00377
0.00176
0.00186
-0.00587
0.01861
-0.00189

Continuing Calibration Verification MOOKCD/003 11/15/2000 1829

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CCB

5.03401
10.17031
2.53343
5.03501
4.97412
5.06734
1.00456

Continuing Calibration Blank

5.00
10.00
2.50
5.00
5.00
5.00
1.00

|

101 90-110
102 90-110
101 90-110
101 90-110
99 90-110
101 90-110
100 90-110

11/15/2000 1832

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CCV

-0.01587
0.00225
-0.00013
0.00069
-0.00582
0.01083
-0.00167

Continuing Calibration Verification HOOKCC1/003 11/15/2000 1909

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

5.06561
10.15643
2.54248
5.06051
5.01560
5.06391
1.00987

5.00
10.00
2.50
5.00
5.00
5.00
1.00

101 90-110
102 90-110
102 90-110
101 90-110
100 90-110
101 90-110
101 90-110

Page 7 %=% REC, R=RPD, A=ABS Diff., D=% Dif f .



Job Number.: 201017

CUSTOMER: RMT

OC Type Descript

Q U A L I T Y C O N T R O L R E S U L

PROJECT: RIVERDALE CHEMICAL

[ion Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

CCB Continuing Calibration Blank 11/15/2000 1912

Parameter/Test Description QC Result

Arsenic (As)
Barium (Ba)
Cadmium (Cd>
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

-0.00656
0.00577
0.00338
O.OOUO
0.00038
-0.01363
-0.00059

QC Result True Value Orig. Value Calc. Result * Limits f

CRI Contract Required Detection Limits MOOHCRI004 11/15/2000 1919

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
:hromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

I SB

0.19919
0.40501
0.00910
0.01946
0.10212
0.21148
0.02068

Interference Check Sample B HOOHISB003

0.20 100
0.40 101
0.01 91
0.02 97
0.10 102
0.20 106
0.02 103

|

50-150
50-150
50-150
50-150
50-150
50-150
50-150

11/15/2000 1926

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

4.99878
0.49621
0.97224
0.48127
4.74943
4.92601
0.19052

5.000
0.50
1.00
0.50
5.000
5
0.20

100
99
97
96
95
99
95

80-120
80-120
80-120
80-120
80-120
80-120
80-120

CCV Continuing Calibration Verification MOOKCCV003 11/15/2000 1929

Parameter/Test Description

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

QC Result
5.04725
10.16214
2.52481
5.03091
4.99179
5.02384
1.00474

QC Result True Value Orig. Value Calc. Result * Limits F

5.00
10.00
2.50
5.00
5.00
5.00
1.00

101
102
101
101
100
100
100

90-110
90-110
90-110
90-110
90-110
90-110
90-110

Page 8 X=X REC, R=RPD, A=ABS Diff., D=X Diff.



Q U A L I T Y C O N T R O L R E S U L T S
Job Number.: 201017

CUSTOMER: RHT PROJECT: RIVERDALE CHEMICAL

QC Type

CCB

Description Reag. Code Lab

Continuing Calibration Blank

Parameter/Test Description QC Result Q QC Result True Value

Arsenic (As)
larium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

EB1

-0.01286
0.00368
0.00189
0.00169
0.01879
0.01109
-O.OOU1

Extraction Blank 1 6077

Parameter/Test Description QC Result Q QC Result True Value
Arsenic (As)
iarium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

EB1

-0.01226
0.39126
0.00024
0.00372
-0.00018
0.00657
-0.00042

Extraction Blank 1 6077

Parameter/Test Description QC Result Q QC Result True Value
Arsenic (As)
iarium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

EB2

-0.02503
0.18569
0.00004
0.00377
0.01752
0.01155
-0.00247

Extraction Blank 2 6077

Parameter/Test Description QC Result Q QC Result True Value
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

-0.01276
0.27540
0.00026
-0.00094
-0.00505
-0.00276
-0.00267

Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

11/15/2000 1932

Orig. Value Calc. Result * Limits F

11/15/2000 1936

Orig. Value Calc. Result * Limits f

11/15/2000 1939

Orig. Value Calc. Result * Limits F

11/15/2000 1942

Orig. Value Calc. Result * Limits F

Page 9 X=% REC, R=RPD. A=ABS Di f f . . 0=X Di f f .



Q U A L I T Y C O N T
Job Number.: 201017

R O L R E S U L T S
Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL

QC Type Description Reag Code Lab ID

ATTN: Rae Mindock

Di lution Factor Date Time

LCS Laboratory Control Sample MOOISPIC002 6077 11/15/2000 1946

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

MD

1.87314
1.93329
0.04674
0.19189
0.45951
1.88234
0.04338

Method Duplicate

2.000000
2.000000
0.050000
0.200000
0.500000
2.000000
0.050000

200997-1

94
97
93
96
92
94
87

80-120
80-120
80-120
80-120
80-120
80-120
80-120

11/15/2000 1959

Parameter/Test Description QC Result 0 QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

MS

-0.18684
0.70806
0.00891
0.00190
-0.06091
-0.13213
-0.00973

Matrix Spike MOOHSP

-0.18069 0.0062 0.1000
0.72843 0.0204 1.0000
0.00687 0.0020 0.0500
0.00065 0.0013 0.0500
-0.05969 0.0012 0.0500
-0.12631 0.0058 0.1000
-0.01140 0.0017 0.0500

<004 200997- 1 11/15/2000 2002

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

Arsenic (As)
Jar i urn (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

SO

4.26549
95.27658
0.86197
4.33813
4.16649
0.80273
0.87595

Serial Dilution

5.00 -0.18069 85
100.00 0.72843 95
1.00 0.00687 86
5.00 0.00065 87
5.00 -0.05969 83
1.00 -0.12631 80
1.00 -0.01140 88

200997-1

50-150
50-150
50-150
50-150
50-150
50-150
50-150

11/15/2000 2006

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Jarium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

-0.05447
0.40949
0.00432
0.01235
-0.00618
-0.00287
-0.00032

-0.18069
0.72843
0.00687
0.00065
-0.05969
-0.12631
-0.01140
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Job Number.: 201017

CUSTOMER: RMT

QC Type Descrif

Q U A L I T Y C O N T R O L R E S U L

PROJECT: RIVERDALE CHEMICAL

>tion Reag. Code Lab

T S
Report Date.: 11/ZO/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

CCV Continuing Calibration Verification MOOKCCI/003 11/15/2000 2009

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Jarium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

CCB

4.90757
10.19606
2.42368
4.95449
4.76386
4.97692
0.98166

Continuing Calibration Blank

5.00
10.00
2.50
5.00
5.00
5.00
1.00

|

98 90-110
102 90-110
97 90-110
99 90-110
95 90-110
100 90-110
98 90-110

11/15/2000 2012

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Ursenic (As)
larium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

MD

-0.01820
0.03708
0.00523
0.01104
0.01232
0.01334
0.00220

Method Duplicate 200997-1 11/15/2000 2022

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

MS

-0.02788
0.70397
-0.00119
-0.00042
0.00739
0.00105
-0.00197

Matrix Spike MOOHSP

-0.02659
0.74162
0.00100
0.00291
0.00185
0.01415
-0.00200

K004 200997-1

0.0013 0.1000
0.0377 1.0000
0.0022 0.0500
0.0033 0.0500
0.0055 0.0500
0.0131 0.1000
0.0000 0.0500

11/15/2000 2026

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits f
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

4.57499
98.13547
0.89628
4.51681
4.46549
0.93552
0.81922

5.00 -0.02659
100.00 0.74162
1.00 0.00100
5.00 0.00291
5.00 0.00185
1.00 0.01415
1.00 -0.00200

91 50-150
98 50-150
90 50-150
90 50-150
89 50-150
94 50-150
82 50-150
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Job Number.: 201017

CUSTOMER: RHT

QC Type Descrip

Q U A L I T Y C O N T R O L R E S U L

PROJECT: RIVERDALE CHEMICAL

tion Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

SO Serial Dilution 200997-1 11/15/2000 2029

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (CO
Lead (Pb)
Selenium (Se)
Silver (Ag)

-0.02536
0.65898

0.00198
0.00419
0.00951
-O.OOU6

-0.02659
0.74162

0.00291
0.00185
0.01415
-0.00200

ccv Continuing Calibration Verification MOOKCCV003 11/15/2000 2036

Parameter/Test Description QC Result

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

5.02702
10.14265
2.47203
4.98319
4.89737
5.06447

QC Result True Value Orig. Value Calc. Result * Limits F

0.99666

5.00
10.00
2.50
5.00
5.00
5.00
1.00

101
101
99
100
98
101
100

90-110
90-110
90-110
90-110
90-110
90-110
90-110

CCB Continuing Calibration Blank 11/15/2000 2039

Parameter/Test Description QC Result

Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

-0.01821
0.00601
-0.00025
0.00101
-0.00420
0.00634
-0.00077

QC Result True Value Orig. Value Calc. Result * Limits F

CRI Contract Required Detection Limits HOOHCRI004 11/15/2000 2042

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As)
Barium (Ba)
Cadmium (Cd)
Chromium (Cr)
Lead (Pb)
Selenium (Se)
Silver (Ag)

0.18259
0.40368
0.01042
0.02021
0.11843
0.19812
0.01898

0.20
0.40
0.01
0.02
0.10
0.20
0.02

91
101
104
101
118
99
95

50-150
50-150
50-150
50-150
50-150
50-150
50-150

Page 12 X=% REC, R=RPD, A=ABS Diff.. D=% Diff.



Job Number.: 201017

CUSTOMER: RMT

QC Type Descrif

Q U A L I T Y C O N T R O L R E S U L

PROJECT: R1VERDALE CHEMICAL

stion Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

ISB Interference Check Sample B MOOHISB1)03 11/15/2000 2049

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F

iVrsenic (As) 4.99603
Sarium (Ba) 0.49630
Cadmium (Cd) 0.96063
Chromium (Cr) 0.47451
Lead (Pb) 4.66789
Selenium (Se) 4.96918
Silver (Ag) 0.18961

CCV Continuing Calibration Verification MOOKCCVI

5.000
0.50
1.00
0.50
5.000
5
0.20

D03

100 80-120
99 80-120
96 80-120
95 80-120
93 80-120
99 80-120
95 80-120

11/15/2000 2052

Parameter/Test Description QC Result 0 QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As) 5.02448
Barium (Ba) 10.11847
Cadmium (Cd) 2.47291
Chromium (Cr) 4.99184
Lead (Pb) 4.94296
Selenium (Se) 5.05152
Silver (Ag) 0.99396

CCB Continuing Calibration Blank

5.00
10.00
2.50
5.00
5.00
5.00
1.00

100 90-110
101 90-110
99 90-110
100 90-110
99 90-110
101 90-110
99 90-110

11/15/2000 2056

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Arsenic (As) -0.01079
Barium (Ba) 0.00545
Cadmium (Cd) 0.00154
Chromium (Cr) 0.00215
Lead (Pb) -0.00285
Selenium (Se) 0.00356
Silver (Ag) -0.00143

Test Method........: 8270C Unite • i«/i
Method Description.: Sentivolati le Organics Bat :h.............: 5935

Analyst...: glr

MB Method Blank 5927 11/13/2001 1610

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Pyridine 0
1,4-Dichlorobenzene 0
2-Methylphenol (o-cresol) 0
Hexachloroethane 0
4-Methylphenol (m/p-cresol) 0
Nitrobenzene 0
Hexach 1 orobutadi ene 0
2,4,6-Trichlorophenol 0
2,4,5-Trichlorophenol 0
2,4-Dinitrotoluene 0
Hexach I orobenzene 0

Page 13 %=% REC, R=RPD, A=ABS Diff., D=% Diff.



Q U A L I T Y C O N T R O L R E S U L
Job Number.: 201017

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL

QC Type Description Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

MB Method Blank 5927

Parameter/Test Description QC Result Q QC Result True Value

11/13/2001 1610

Orig. Value Calc. Result * Limits F

'entachlorophenol 0

LCS Laboratory Control Sample OOOJWLBNAE 5927

Parameter/Test Description QC Result Q QC Result True Value
Pyridine 40.2677 100
1,4-Dichlorobenzene 59.2017 100
2-Methylphenot (o-cresol) 68.8024 100
Hexach loroethane 57.3736 100
4-Methylphenol (m/p-cresol) 64.1335 100
Nitrobenzene 62.8453 100
Hexach 1 orobutadi ene 53.3266 100
2,4,6-Trichlorophenol 69.1242 100
2,4,5-Trichlorophenol 72.0779 100
2,4-Dinitrotoluene 75.3327 100
Hexachlorobenzene 73.7838 100
Pentachlorophenol 65.8766 100

EB1 Extraction Blank 1 5927

Parameter/Test Description QC Result Q QC Result True Value

11/13/2001 1641

Orig. Value Calc. Result * Limits F
40 10-96
59 34-99
69 50-95
57 31-94
64 49-96
63 56-105
53 37-108
69 63-103
72 64-110
75 64-118
74 66-109
66 54-125

11/13/2001 1712

Orig. Value Calc. Result * Limits F
'yridine 0
1,4-Dichlorobenzene 0
2-Methy 1 phenol (o-cresol) 0
Hexach loroethane 0
4-Methylphenol (m/p-cresol) 0
Nitrobenzene 0
iexach 1 orobutadi ene 0
2,4,6-Trichlorophenol 0
2,4,5-Trichlorophenol 0
2,4-Dinitrotoluene 0
•lexachlorobenzene 0
Pentachlorophenol 0

Test Method
Method Desc

........: 8260B Uni ts .............: ug/L Analyst...: dpk
175

MB Method Blank 6174

Parameter/Test Description QC Result Q QC Result True Value

11/16/2000 1421

Orig. Value Calc. Result * Limits F
Vinyl chloride 0
1,1-Dichloroethene 0
2-Butanone (MEK) 0
Chloroform 0
Carbon tetrachloride 0
ienzene 0
1,2-Dich loroethane 0

Page 14 * X=X REC, R=RPD, A=ABS Diff., D=X Diff.



Job Number.: 201017

CUSTOMER: RMT

QC Type Descrip

Q U A L I T Y C O N T R O L R E S U L

PROJECT: RIVERDALE CHEMICAL

tion Reag. Code Lab

T S
Report Date.: 11/20/2000

ATTN: Rae Mindock

ID Dilution Factor Date Time

MB Method Blank 6174 11/16/2000 1421

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Trichloroethene 0
Tetrachloroethene 0
Chlorobenzene

LCS

0

Laboratory Control Sample VOOK16D!SB 6174 11/16/2000 1505

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Vinyl chloride 58.8078
1,1-Dichloroethene 43.3354
2-Butanone <MEK> 46.1467
Chloroform 48.1821
Carbon tetrachloride 50.1072
Jenzene 47.7762
1,2-Dichloroethane 50.9184
Trichloroethene 48.9486
Tetrachloroethene 46.0718
Chlorobenzene

EB1

47.3967

Extraction Blank 1

50.00
50.00
50.00
50.00
50.00
50.00
50.00
50.00
50.00
50.00

6174

118
87
92
96
100
96
102
98
92
95

51-138
53-136
38-132
71-132
69-133
71-122
70-128
78-126
74-132
83-123

11/16/2000 1719

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Vinyl chloride 0
1,1-Dichloroethene 0
2-Butanone (MEK) 0
Chloroform 0
Carbon tetrachloride 0
Benzene 0
1,2-Dichloroethane 0
Trichloroethene 0
Tetrachloroethene 0
Chlorobenzene

MS

0

Matrix Spike VOOK16D 5B 201017-1 11/16/2000 2228

Parameter/Test Description QC Result Q QC Result True Value Orig. Value Calc. Result * Limits F
Vinyl chloride 59.8030
1,1-Dichloroethene 44.4170
2-Butanone (MEK) 50.8273
Chloroform 51.9813
Carbon tetrachloride 48.2509
Benzene 48.1012
1,2-Dichloroethane 51.0357
Trichloroethene 52.2072
Tetrachloroethene 49.3795
Chlorobenzene 51.3139

50.00 0 120
50.00 0 89
50.00 0 102
50.00 0 104
50.00 0 97
50.00 0 96
50.00 0 102
50.00 0 104
50.00 0 99
50.00 0 103

51-138
53-136
38-132
71-132
69-133
71-122
70-128
78-126
74-132
83-123
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Q U A L I T Y C O N T R O L R E S U L T S
Job Number.: 201017 Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Mindock

Test Method........:
Method Description.:
Parameter..........:

7470A Batch.............: 5976
Leachable. Mercury (CVAA) Units...... .......: ug/L
Mercury (Hg)

Analyst...: gok
Test Code.: HG

QC Lab ID Reagent QC Result

ICV
ICB
CRA
MB 5975
LCS 5975
EB1 5975
MD 200932-1
MS 200932-1
CCV
CCB
EB2 5975
MD 200983-1
MS 200983-1
CCV
CCB
MD 200997- 1
MS 200997-1
CCV
CCB

M99DSK1342

MOO JSK 1564

M99DSK1342

MOODSK1485
M99DSK1342

MOODSK1485
M99DSK1342

MOODSK1485
M990SK1342

2.016444
-0.02759
0.187026
-0.00029
1 .994334
-0.02556
-0.00118
0.735513
0.95158
-0.03101
-0.00369
-0.01303
0.575357
0.945814
-0.03131
-0.00224
0.704973
0.935813
-0.01284

QC Result True Value Orig. Value Calc. Result * Limits
2.000000

0.200000

2.000000

101

94

100

20
1.000000

20
1.000000

20
1.000000

-0.01532
-0.01532

0.1414
74
95

0.000585 0.1361
0.000585 58

95

-0.00653
-0.00653

0.0429
70
94

90-110

50-150

80-120

2.0000
50-150
90-110

2.0000
50-150
90-110

2.0000
50-150
90-110

Date Time

11/14/2000 1520
11/14/2000 1523
11/14/2000 1525
11/14/2000 1527
11/14/2000 1529
11/14/2000 1532
11/14/2000 1536
11/14/2000 1539
11/14/2000 1543
11/14/2000 1545
11/14/2000 1556
11/14/2000 1601
11/14/2000 1603
11/14/2000 1610
11/14/2000 1612
11/14/2000 1621
11/14/2000 1623
11/14/2000 1628
11/14/2000 1630

Page 16 %=X REC, R=RPD, A=ABS Diff.. D=% Diff.



Job Number.

CUSTOMER: RHT

: 201017
S U R R O G A T E R E C O V E R I E S R E P

PROJECT: RIVERDALE CHEMICAL

0 R T
Report Date. :

ATTN:

11/20/2000

Rae Mindock

Method............
Method Code.......: 8270

iti le Organics

Surrogate

2,4,6-Tribromophenol (sure)

Lab ID Matrix
5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

Surrogate

2-Fluorobiphenyl (sum)

Lab ID Matrix

5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

Surrogate

2-Fluorophenol (surr)

Lab ID Matrix
5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

Surrogate

Nitrobenzene -d5 (surr)

Lab ID Matrix

5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

QC Type

MB
LCS
EB1

QC Type

MB
LCS
EB1

QC Type

MB
LCS
EB1

QC Type

MB
LCS
EB1

Units

ug/L

Dilution Result
1.00000 56.6256
1.00000 61.1612
1.00000 56.5910
1.00000 54.3734

Uni ts

ug/L

Dilution Result
1.00000 31.0914
1.00000 35.7641
1.00000 30.0359
1.00000 28.4083

Units

ug/L

Dilution Result

1.00000 33.6152
1.00000 36.7005
1.00000 34.3245
1.00000 30.5369

Uni ts

ug/L

Dilution Result

1.00000 33.0227
1.00000 35.0648
1.00000 32.7394
1.00000 29.9077

Batch.......
Analyst.....

True Value Percent
75.0
75.0
75.0
75.0

True Value Percent

50.0
50.0
50.0
50.0

True Value Percent

75.0
75.0
75.0
75.0

True Value Percent
50.0
50.0
50.0
50.0

......: 5935

......: glr

Recovery

76
82
75
72

Recovery

62
72
60
57

Recovery

45
49
46
41

Recovery
66
70
65
60

Limits

29-126
29-126
29-126
29-126

Limits

34-112
34-112
34-112
34-112

Limits

21-97
21-97
21-97
21-97

Limits
38-113
38-113
38-113
38-113

Flag Date Time
11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916

Flag Date Time

11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916

Flag Date Time

11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916

Flag Date Time

11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916
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Job Number.: 201017

CUSTOMER: RMT

S U R R O G A T E R E C O V E R I E S

PROJECT: RIVERDALE CHEMICAL

Surrogate

Phenol-d5 (surr)

Lab ID Matrix

5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

Surrogate

Terphenyl-d14 (surr)

Lab ID Matrix
5927 TCLP
5927 TCLP
5927 TCLP
201017-1 TCLP

Method........
Method Code...

QC Type

MB
LCS
EB1

QC Type

MB
LCS
EB1

. . . : Organocl

...: 8081

Di lution
1.00000
1.00000
1.00000
1.00000

Di lution
1.00000
1.00000
1.00000
1.00000

Uni ts

ug/L

Result
23.1297
25.1031
23.9555
23.0069

Units

ug/L

Result
38.0745
45.5704
37.9408
33.7076

ilorine Pesticide Analysis

Surrogate

Decachlorobiphenyl (surr)

Lab ID Matrix

5929 TCLP
5929 TCLP
5929 TCLP
5929 TCLP
200967-1 TCLP
200983-1 TCLP
200983-1 TCLP
200983-1 TCLP
201017-1 TCLP

Surrogate

Tetrachloro-m-xylene

Lab ID Matrix
5929 TCLP
5929 TCLP
5929 TCLP
5929 TCLP

QC Type

MB
LCS
LCS
EB1

MS
MS

(surr)

QC Type

MB
LCS
LCS
EB1

Di lution
.0000
.0000
.0000
.0000
.0000
1.0000
1.0000
1.0000
1.0000

Dilution
1.0000
1.0000
1.0000
1.0000

Units

ug/L

Result

0.040
0.036
0.038
0.042
0.038
0.028
0.043
0.044
0.042

Units

ug/L

Result
0.034
0.036
0.038
0.038

True Value
75.0
75.0
75.0
75.0

True Value
50.0
50.0
50.0
50.0

Batch
Analy

True Value

0.04014
0.04014
0.04014
0.04014
0.04014
0.04014
0.04014
0.04014
0.04014

True Value
0.04012
0.04012
0.04012
0.04012

R E P O R T
Report Date.:

ATTN:

Percent Recovery

31
33
32
31

Percent Recovery
76
91
76
67

.............: 5943

Percent Recovery

100
90
95
105
95
70
107
110
105

Percent Recovery
85
90
95
95

11/20/2000

Rae Mindock

Limits
18-97
18-97
18-97
18-97

Limits
10-119
10-119
10-119
10-119

Limits

10-117
10-117
10-117
10-117
10-117
10-117
10-117
10-117
10-117

Limits
15-130
15-130
15-130
15-130

Flag Date Time

11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916

Flag Date Time
11/13/2001 1610
11/13/2001 1641
11/13/2001 1712
11/13/2001 1916

Flag Date Time

11/13/2000 1421
11/13/2000 1454
11/13/2000 1527
11/13/2000 1601
11/13/2000 1634
11/13/2000 1708
11/13/2000 1741
11/13/2000 1814
11/13/2000 1848

Flag Date Time
11/13/2000 1421
11/13/2000 1454
11/13/2000 1527
11/13/2000 1601
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S U R R O G A T E R E C O V E R I E S R E P O R T
Job Number.: 201017 Report Date.: 11/20/2000

CUSTOMER: RMT PROJECT: R1VERDALE CHEMICAL ATTN: Rae Mindock

Surrogate

Tetrachloro-m-xylene (surr)

Units

ug/L

Lab ID Matrix QC Type Dilution Result True Value Percent Recovery Limits Flag Date Time
200967-1 TCLP
200983-1 TCLP
200983-1 TCLP
200983-1 TCLP
201017-1 TCLP

Method........
Method Code....

1.0000
1.0000

MS 1.0000
MS 1.0000

1.0000

...: Herbicides

...: 8151

0.039
0.024
0.036
0.037
0.035

0.04012
0.04012
0.04012
0.04012
0.04012

Batch....
Analyst..

97
60
90
92
87

15-130
15-130
15-130
15-130
15-130

..: 5968

..: Ism

11/13/2000 1634
11/13/2000 1708
11/13/2000 1741
11/13/2000 1814
11/13/2000 1848

Surrogate

DCAA (surr)

Lab ID Matrix

5892 TCLP
5892 TCLP
5892 TCLP
200967-1 TCLP
200983-1 TCLP
200983-1 TCLP
201017-1 TCLP

Method.........
Method Code....

QC Type

MB
LCS
EB1

MS

..: Volatile

..: 8260.5

Units

ug/L

Dilution Result
10.000 0.3141
10.000 0.3512
10.000 0.4308
10.000 0.4658
10.000 0.4048
10.000 0.3465
10.000 0.3668

Organics (5mL Purge)

Surrogate

1 , 2-D i ch I oroethane-d4

Lab ID Matrix

6174 TCLP
6174 TCLP
6174 TCLP
201017-1 TCLP
201017-1 TCLP

(surr)

QC Type

MB
LCS
EB1

MS

Units

ug/L

Dilution Result
1.00000 48.2793
1.00000 52.4980
1.000 51.5259
1.000 48.7523
1.000 51.7055

True Value
5.0142
5.0142
5.0142
5.0142
5.0142
5.0142
5.0142

Batch
Analy

True Value

50.00
50.00
50.00
50.00
50.00

Percent Recovery
63
70
86
93
81
69
73

.............: 6175
of • Hnk

Percent Recovery
97
105
103
98
103

Limits
41-146
41-146
41-146
41-146
41-146
41-146
41-146

Limits
66-132
66-132
66-132
66-132
66-132

Flag Date Time
11/14/2000 0730
11/14/2000 0802
11/14/2000 0834
11/14/2000 0906
11/14/2000 1103
11/14/2000 1136
11/14/2000 1208

Flag Date Time
11/16/2000 1421
11/16/2000 1505
11/16/2000 1719
11/16/2000 2154
11/16/2000 2228
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S U R R O G A T E R E C O V E R I E S
Job Number.: 201017

CUSTOMER: RMT

Surrogate

4- Bromof I uorobenzene

Lab 10
6174
6174
6174
201017-1
201017-1

Matrix
TCLP
TCLP
TCLP
TCLP
TCLP

(surr)

PROJECT: RIVERDALE CHEMICAL

Units

ug/L

QC Type Dilution Result
MB 1.00000 49.2843
LCS 1.00000 52.4620
EB1 1.000 49.6514

1.000 49.3042
MS 1.000 51.4427

Surrogate

D i bromof I uoromethane

Lab ID
6174
6174
6174
201017-1
201017-1

Matrix

TCLP
TCLP
TCLP
TCLP
TCLP

(surr)

Units

ug/L

QC Type Dilution Result
MB 1.00000 46.4336
LCS 1.00000 49.0787
EB1 1.000 51.5543

1.000 48.5693
HS 1.000 50.0824

Surrogate

Toluene-dS

Lab ID

6174
6174
6174
201017-1
201017-1

(surr)

Matrix
TCLP
TCLP
TCLP
TCLP
TCLP

Units

ug/L

QC Type Dilution Result
MB 1.00000 49.0913
LCS 1.00000 54.4630
EB1 1.000 48.2780

1.000 50.2388
MS 1.000 51.8273

True Value
50.00
50.00
50.00
50.00
50.00

True Value
50.00
50.00
50.00
50.00
50.00

True Value
50.00
50.00
50.00
50.00
50.00

R E P O R T
Report Date. :

ATTN

Percent Recovery
99
105
99
99
103

Percent Recovery
93
98
103
97
100

Percent Recovery
98
109
97
100
104

11/20/2000

: Rae Mindock

Limits
79-122
79-122
79-122
79-122
79-122

Limits

66-132
66-132
66-132
66-132
66-132

Limits

78-128
78-128
78-128
78-128
78-128

Flag Date Time
11/16/2000 1421
11/16/2000 1505
11/16/2000 1719
11/16/2000 2154
11/16/2000 2228

Flag Date Time
11/16/2000 1421
11/16/2000 1505
11/16/2000 1719
11/16/2000 2154
11/16/2000 2228

Flag Date Time
11/16/2000 1421
11/16/2000 1505
11/16/2000 1719
11/16/2000 2154
11/16/2000 2228
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L A B O R A T O R Y C H R O N I C L E
Job Number: 201017 Date: 11/20/2000

CUSTOMER: RHT PROJECT: RIVERDALE CHEMICAL ATTN: Rae Hindock

Lab ID: 201017-1 Client ID: DSL20
METHOD DESCRIPTION

5030 TCLP/SPLP 5030CP TCLP/SPLP Prep
301OA Acid Dig. Leachates (ICAP)
8150B Extraction 8150B(Herbicides TCLP)
3510C Extraction for TCLP (Chlor.Pest)
3510C Extraction for TCLP (SVOC)
8151A Herbicides
7470A Leachable, Mercury (CVAA)
6010B Leachable, Metals Analysis (ICAP)
8081A Organochlorine Pesticide Analysis
7470 SW846 Dig. Leachates (Hg)
8270C Semi volatile Organics
1311 TCLP Extraction
1311 TCLP Zero Headspace Extraction
8260B Volatile Organics (5mL Purge)

Date Recvd: 11/10/2000 Sample Date: 11/10/2000
RUN* BATCH* PREP # DATE/TIME ANALYZED DILUTION
1 6174 11/16/2000 2154
1 6077 11/15/2000 0910
1 5892 11/12/2000 0000
1 5929 11/12/2000 0000

5927 11/12/2000 0000
5968 5892 11/14/2000 1208 10.000
5976 5975 11/14/2000 1617
6149 6077 11/15/2000 1952
5943 5929 11/13/2000 1848 1.0000
5975 11/14/2000 1230
5935 5927 11/13/2001 1916 1.00000

1 5988 11/10/2000 1600
1 5995 11/13/2000 1515
1 6175 6174 11/16/2000 2154 1.000
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Q U A L I T Y A S S U R A N C E M E T H O D S

R E F E R E N C E S A N D N O T E S

Report Date: 11/20/2000

REPORT COMMENTS

1) The results presented in this report relate only to the analytical testing and condition of sample at
receipt. This report pertains to only those samples actually tested. All pages of this report are
integral parts of the analytical data. Therefore, this report should be reproduced only in its entirety.

2) Soil, sediment and sludge sample results are reported on a "dry weight" basis except when analyzed for
landfill disposal or incineration parameters. All other solid matrix samples are reported on an "as
received" basis unless noted differently.

3) Reporting limits are adjusted for preparation sample size, sample dilutions and moisture content if
analyzed on a dry weight basis.

4) The test results for the noted analytical method(s) meet the requirements of NELAC and the Illinois EPA
Rules and Regulations Part 186, where applicable.

IEPA Certification ID# 100201
NY Certification ID* 11006

5) According to 40CFR Part 136.3, pH, Sulfite, Chloride Residual and Dissolved Oxygen analyses are to be
performed immediately after aqueous sample collection. When these parameters are not indicated as field
(e.g., pH Field) they were not analyzed immediately, but as soon as possible on laboratory receipt.
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Q U A L I T Y A S S U R A N C E M E T H O D S

R E F E R E N C E S A N D N O T E S

Report Date: 11/20/2000

Glossary of flags, qualifiers and abbreviation

Inorganic Qualifiers
U Analyte was not detected at or above the reporting limit.
< Not detected at or above the reporting limit.
J Result is less than the RL, but greater than or equal to the method detection limit.
B CLP: Result is less than the CRDL, but greater than or equal to the instrument detection limit.
S Result was determined by the Method of Standard Additions.

Inorganic Flags
ICV, CCV, ICB, CCB, ISA, ISB, CRI, CRA, MRL: Instrument related QC exceed the upper or lower control
limits.

H MB, EB: Batch QC is greater than reporting limit or had a negative instrument reading lower than the
absolute value of the reporting limit.

* LCS, LCD, MSD, MD, PS, PSD: Batch QC exceeds the upper or lower control limits.
N MS, MSD: Spike recovery exceeds the upper or lower control limits.
4 MS, MSD: The analyte present in the original sample 4 times greater than the matrix spike

concentration; therefore, control limits are not applicable.
E SO: Serial dilution exceeds the control limits.
U PS: Post-digestion spike was outside 85-115% control limits.
+ MSA correlation coefficient is less than 0.995.

Organic Qualifiers (Q - Column)
U Analyte was not detected at or above the reporting limit.
ND Compound not detected.
J/B Result is an estimated value below the reporting limit or a tentatively identified compound (TIC).
M. Manually integrated, compound.
0 Result was qualitatively confirmed, but not quantified.
I Indicates the presence of an interference.
C Pesticide identification was confirmed by GC/MS.
Y The chromatographic response resembles a typical fuel pattern.
Z The chromatographic response does not resemble a typical fuel pattern.
E Result exceeded calibration range, secondary dilution required.

Organic Flags (Flags Column)
MB,EB, MLE: Batch QC is greater than reporting limit.

* LCS, LCD, CCV, MS, MSD, Surrogate, RS:Batch QC exceeds the upper or lower control limits.
A Concentration exceeds the instrument calibration range or below the reporting limit.
B Compound was found in the blank and sample.
D Surrogate or matrix spike recoveries were not obtained because the extract was diluted for

analysis; also compounds analyzed at a dilution will be flagged with a D.
H Alternate peak selection upon analytical review
I Indicates the presence of an interfence, recovery is not calculated.
P The lower of the two values is reported when the percent difference between the results of two GC

columns is greater than 25%.
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Q U A L I T Y A S S U R A N C E M E T H O D S

R E F E R E N C E S A N D N O T E S

Report Date: 11/20/ZOOO

Abbreviations

Batch Designation given to identify a specific extraction, digestion, preparation set, or analysis set
CAP Capillary Column
CCB Continuing Calibration Blank
CCV Continuing Calibration Verification
Contract Contract laboratory identification code
CRA Low Level Standard Check - GFAA; Mercury
CRI Low Level Standard Check - 1CP
Dil Fac Dilution Factor
DL Secondary dilution was performed
DL Fac Detection Limit Factor
DSH Distilled Standard - High Level
DSL Distilled Standard - Low Level
DSM Distilled Standard - Medium Level
EB Extraction Blank
ICB Initial Calibration Blank
ICV Initial Calibration Verification
1DL Instrument Detection Limit
ISA Interference Check Sample A
ISB Interference Check Sample B
Job No. The first six digits of the sample ID which refers to a specific client, project and sample group
Lab ID An 8 number unique laboratory identification
LCD Laboratory Control Standard Duplicate
LCS Laboratory Control Standard with reagent grade water or a matrix free from the analyte of interest
MB Method Blank or <PB) Preparation Blank
MD Method Duplicate
MDL Method Detection Limit
MLE Medium Level Extraction Blank
MRL Method Reporting Limit Standard
MSA Method of Standard Additions
MS Matrix Spike
MSD Matrix Spike Duplicate
NO Not Detected
PACK Packed Column
PREPF Calculation factor used by the Laboratory's Information Management System (LIMS)
PS Post Spike
PSD Post Spike Duplicate
RA Re-analysis
RE Re-extraction and analysis
RL Reporting Limit
RPD Relative Percent Difference of duplicate (unrounded) analyses
RRF Relative Response Factor
RS Reference Standard
RT Retention Time
RTW Retention Time Window
SampleID A 9 digit number unique for each sample, the first six digits are referred as the job number
SCB Seeded Control Blank
SD Serial Dilution
UCB Unseeded Control Blank

NOTES
One or a combination of these data qualifiers and abbreviations may appear in the analytical report.
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HIM* t ut inuniMi w»« wnif ____ «n

S I R V K I S

STL Chicago
2417 Bond Street
University Park, IL 60466
Phone: 708-534-5200
Fax: 708-534-5211

Contact: _

Company:

Phone:.

E-Mail: . H« • C-Fr*fO#

Contact: _

Company:

Address:

Lab Lot#

Phone:.

Fax:

Quote:

Sampler Name: Signature:

W<2
Itofrg*
f/Cont *-T

Preserv.
Yes /No NA

'reject Name:

¥**w
Project Number: Volume prfCneck

Yes NO
OK^
(NA

ProjecHocation: ,1 -
LyW-C. tT

UbPM:

Laboratory
ID

Date Required
Hard Copy:

Fax:

Client
Sample ID

Sampling
Date Time

f 1

Sample LabelsWTCOC Agree
YesN No COC not present

Additional Analyses / Remarks

± c. x

S~^, _mistoQ' ~V /,>:—viSHfeofer"^
RELINQUI

RELINQUISH !̂

TIMfeP
=& ——_u TIME

COMPANY TIME COMPANY DA TIME

WW
w
s
'a

MS
OL

.A

Wastewater
Water
Soil
Sludge
Miscellaneous
Oil
Air

Matrix Key
SE - Sediment
SO-Solid
DS
DL
L
Wl
0

Drum Solid
Drum Liquid
Leachate
Wipe

Container Key
1. Plastic
2. VOAVial
3. Sterile Plastic
4. Amber Glass
5. Widemouth Glass
6. Other

Preservative Key
1. HCI, Cool to 4-
2. H2S04, Cool to 4-
3. HN03. Cod to 4'
4. NaOH. Cool to 4-
5. NaOH/Zn. Cool to 4-
6. Cool to 4-
7 None

COMMENTS
Date Received 11 / / 0 / 05

Courier

Bid of Lading


